
To power the unit on, pull the green power button out.

Once the system boots to the Cytowave screen, press 
the enter/select button in the middle of the keypad .

MAIN MENU  

At the main menu screen, select Treatment. 
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In the applicator select menu, select the appropriate 
applicator con�guration for the treatment cycle.  

Ensure the correct number of applicators are 
attached before starting the treatment cycle. 
Incorrect applicator selection could induce the 
applicator to exceed normal operational 
temperatures. 
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WARNING!
To avoid injury, do not use a single 
applicator with a dual applicator 
treatment.  Press the RESUME 
button to continue. Press the BACK 
to button to cancel 

To Continue

To Cancel
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APPLICATOR SELECT
Dual Hock Applicator 
Single Foreleg Applicator 
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Single Hock Applicator



Single Foreleg Treatment Selections

1. Back: 

2. Ligament/Tendon:

3. Bucked Shins:

Dual Foreleg Treatment Selections

1. Ligament/Tendon:

2. Bucked Shins:

3. Maintenance/Inflammation: 

Treatment Menu Quick Setup
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Single Hock Treatment Selections

1. Back: 

2. Ligament/Tendon:

3. Bucked Shins:

Dual Hock Treatment Selections

7.  Back: 

8. Ligament/Tendon:

9. Bucked Shins:
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4. Hocks:

5. Maintenance/Inflammation: 

6. Fracture:

4. Hocks:

5. Maintenance/Inflammation: 

6. Fracture:

10. Hocks:

11. Maintenance/Inflammation: 
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